[Response of lithium fluoride detector to charged particle LET].
Response of LiF thermoluminescence (TL) detector to charged particle is dependent on particles' LET. High LET can cause reduction of detector response and underestimation of radiation dose. This paper summarized the response of LiF detector to charged particles' LET, and suggested a new approach to solve the dose contribution of high LET charged particles.